[Development of a new immune turbidimetric test for the determination of albumin in urine].
Important criteria for the development of a new turbidimetric immunoassay Tina-quant Albumin in urine to determine urinary albumin are presented. The handling and calibration procedures are described. The new test is useful for a reliable determination of urinary albumin allowing a large measuring range on various photometers.